[Study of the beam field of a new array ultrasound transducer].
This paper provides a new design of 12-element array ultrasound transducer. By modeling the beam field model of single element and array and comparing simulated and real ultrasound beam field test data, it can be demonstrated that 12-element array ultrasound transducer has a much better field performance than the 8-element transducer.